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Site Abhreviation: B ®  Sampler Serai Moo {002
Field Technician Name:_ A2 Hﬁi |£ q katié H&fﬂ\{ Date: "”2’”3*5 Time: 10130 81
' Site Comditicas & Seasor Chacks mmw T’meerafure/rrﬁssure standard to acclimate for 10 minutes before reading

Temp/Pressure Standard Make/Modet: Deltatad DC L _

Temp/Pressure Standard Serial No.: T4z Temp/Pressure Standard Certification Date: ‘Z’/JZ?Z pe
Ay ] o

T amb transfer standard (DC} ?/ AEL 2 T amb PurrLUS {:OC) zf& *61 {Tamh transfer standard — 1 amb PUFPLUS}: C}G Lﬁ? °C

is the PUFPLUS Temperature sensor within +2°C of the Transfer Stapndard?

WY By NQ  (circle one}
P 2mb vanster standard (HlmHg) }%g Sf Pamb pureLus {'ﬁmﬁg} "& (pamb transfer standard — pamh PUFPLU}JW i - gm ~ b= mmHEg

is the PUFPLUS Pressure sensor thhm +10mmHg of the Transier Standard?
s If both of the above are YES, sensor check is complete. Proceed with flow check

NE {circle one}

& If either of the both is NO, use the TE-PUFPLUS Operator's Manual to troubleshoot and retry the sensor check. If the issue persists, add
a calibration point to the fzulty sensor as described in the SOP in Section 10.2.3. Note that a calibration was done here:

Calibration Orifice/Manometer Information
Orifice Make /Model: Gra 5—0347\5 ! risgha Orifice Serial No.__{g %I

Orifice SlOPE‘ ”rnorificc": iij ﬁ(;{# C) Q; } Orifice EI’}’[EI’CEpt ”borificen: “Q - f !‘;v W 55}

Orifice Certification Date: 7/14”! &}
*if using a "U” tube manometer, write "U-tube” in Make/Model and leave the ather spaces blank

Manometer Make/Model: Y W\J}@V ‘%?g Naé’@'m:[\/(anometer Serial No.: oo e‘}q‘% +

Manometer Certification Date:___2-/ %é !

One-Point Flow Check Procedure
“flow check is to be performed after the 5% scheduled sumple run of each month
1. Set up the sampler as if performing a flow calibration with certified orifice and manometer. No sample media
shou!d be inside the module. Attach the arifice tubing to the manometer instead of the AutoCal sensor.
2. Turn on the hi-vol’s motor at 0.225 m?/min for 10-15 minutes:

a. Inthe PUFPLUS Interface select "F3" far “Setup”, navigate to “Diagnostics” and select “Ent”, navigate to “MTR Contrel” and
select “Ent”, navigate to “Qsys” and selact "Ent’, navigate to "MTR Setpoint” and select “Ent”, enter 225 {units are liters/min)
as the setpoint and select "Ent”.

3. Record the Manometer Pressure.
Pranometer {H’IH?O) %‘“ ‘!P
4. Calculate the Manometer flow rate using the following equation:

mi Yy 1 f Pamne29BK _ \ 1’2
Qg‘-f!nnomere'r ( . )'— * (JPMmmmerar = k— - borifice - U' e Zﬂ

mim. Morifice FetmmE T amp
*Tomn should be in degrees Kelvin: Tum (%0} + 273 = Tuos (K]
5. Calculate the percentdifference between 0.225 m*/min and Quancmerer!
Percent Difference = 100%(2 ~ {Quancioster 28.225)) =

6. 1z the Percent Difference <230047 MG {circls

a. IYES, flow checkis complete.
h. 16 NG, use the TE-PUFPLUS Operator's Manual to troubleshoot and retry the flow check. If the issue persists, the sampler will
need to be recalibrated. Contact the Project Leads.




